Summary: In the present study two recently developed methods, a high performance liquid chromatography (HPLC) and a radioimmunoassay (RIA) for the estimation of 6 j3-hydroxy cortisol in urine were compared. Both methods showed a very reliable intraassay variation of about 5.2 or 7.2% respectively. Using the baseline values of excretion during a 24-hour collecting period in human urine, and after induction of the liver microsomal enzyme system by different substances, both methods gave identical values. The HPLC-method still needs an extraction step at the beginning of the analytical procedure, while a direct measurement in the urine can be performed with the RIA. Furthermore, the RIA is not time consuming and is easy to perform. As the antiserum is highly specific there is no cross-reaction with other cortisol metabolites.
Introduction
Extensive investigations of urinary 60-hydroxycortisol 6j3-hydroxycortisol, a polar metabolite of cortisol is concentrations have been restricted by the available formed in the smooth endoplasmic reticulum of the methods of measurement. Assays developed previously hepatocytes by the mixed function oxygenase system have employed extraction from urine, followed by thin and excreted unconjugated by the kidneys (1, 2) . layer or paper chromatography, then quantitative estima6j3-hydroxycortisol is estimated together with the total tion by a non specific colour reaction (9, 10, 11) . In 17-hydroxycorticosteroids excreted in the urine, and it addition, gas-liquid-chromatography has been utilized represents 2-6% of this mixture. Following the adfollowing derivatisation of the sample (12, 13) . The ministration of certain agents known to induce the results published using these methods show wide variametabolism of other substances and drugs, an increased tipns in daily excretions, with mean values between 185 6/MiydroxycortisQl urinary excretion was observed and 534 g per 24 hours. Recently two new methods (3-7). Therefore it was thought that 6 0-hydroxy cortisol became available for measuring 6|34iydroxycortisol, a excretion might be used as an in vivo parameter of radioimmunoiogical method (14) and a method using enzyme induction. This suggestion was confirmed in a high performance liquid chromatography (15) . Having recent investigation comparing three different drugs used the radioimmunoassay quite extensively (8) we known to be potent enzyme inducers in man (8) .
were interested to compare both methods.
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Methods

Measurement of 6 -hydroxycortisol by high performance liquid chromatography (HPLC)
The estimation of 60-hydroxycortisol by HPLC was performed according to the method described by Roots et al. (15) . A 1 to 5% aliquot of the total urine volume collected over a period of 24 hours was used for estimation. In order to correct losses during the extraction procedure ( 3 Hl6j3-hydroxycortisol was added to the urine and 20 ìÀ of the final extract was counted in a liquid scintillation counter Beckman LS-133. Calibration curves were obtained by adding pure 60-hydroxycortisol to the urine. Using the same procedure as for thin layer chromatography, the urine was extracted to remove lipophilic compounds (9, 16) . After adding and dissolving 200 g/1 sodium sulphate (anhydrous, Firma Merck) at 35 °C, the urine was extracted once with three times its own volume of ethyl acetate for three minutes at room temperature using a shaking device. The aqueous phase was discarded and the ethyl acetate phase was washed twice for 30 s with 1/20 volume of 0.25 mol/1 sodium hydroxide saturated with sodium sulphate. After discarding the aqueous phase, the ethyl acetate was evaporated to dryness in a rotary vacuum evaporator. The residue was dissolved in 6 ml ethanol, transferred to a conical evaporation tube and again completely evaporated. The addition of 100 ìÀ ethanoi gave an extract ready for injection of 20 ìÀ into the HPLC apparatus.
High performance liquid chromatography was performed with a Waters Associated Model 440 in conjunction with an UV-detector and an integrator system (Infotronics). Absorbance was measured at 240 nm. The Chromatographie conditions were: stainless steel (V4A) column 30 cm X 4 mm i.d. filled with silica-gel (Lichrosorb SI 60), particle size 5 ìéç. The eluents consisted of methylene chloride (410 ml), w-hexane (470 ml) and ethanol (112 ml), with the addition of about 20 ml water until turbidity persisted. The eluents were stirred overnight to reach equilibrium. The residual water was removed by a separating funnel or filtration. The mobile phase had a pH between 5 and 6. The pressure was about 80 bar, the flow rate 2.0 ml/min.
Estimation of 6 -hydroxycortisol by radioimmunoassay (RIA)
The radioimmunoassay was performed according to the method published by Park (14) . 6|3-hydroxycortisol was dissolved in methanol solution and used to prepare a standard curve ranging from 25 to 2000 pg in duplicate. The solvent methanol was evaporated at 35 °C in vacuo. Bovine serum albumin 1 g/1 solved in a sodium phosphate merthiolate buffer solution was used to inhibit adsorption, onto the inside of the test tubes, of the conv ponents necessary for the reaction. The urine samples were diluted (1:100) in the bovine serum albumin buffer solution and 50 ìÀ duplicates were taken for estimation. To all test tubes 100 ìÀ of a specific antiserum for 60-hydroxycortisol (1:100 dilution in bovine serum albumin buffer) and 90 pg of [ 3 H]6j3-hydroxycortisol in 50 ìÀ buffer solution were added. The test tubes were vortexed and incubated for a period of about 12 hours at 4 °C. After incubation 100 ìÀ of a more concentrated bovine serum albumin buffer (5 g/1) and 1 ml suspension of dextran-coated charcoal in sodium phosphate merthiolate buffer solution were added to each sample. The tubes were agitated and left to stand for about 10 minutes. After centrifugation at 4 °C and 2500 £ the supernatant in the test tubes were decanted into scintillation vials containing 4 ml scintillation cockta.n\(Micellar Scintillator NE 260, Nuclear Enterprise Ltd. Edinburgh/Scotland). Subsequently all samples were measured in a liquid scintillation counter (Beckman LS-133).
Study design
The urine samples assayed in the present study by both methods were obtained from healthy volunteers. Two different groups were investigated before and after induction of the liver microsomal enzyme system. Two 24-hour urine collections were measured before and after the induction period. Antipyrine, phenobarbital and rifampicin were used as enzyme-inducing drugs. A daily dose of 1200 mg antipyrine and 600 mg rifampicin was administered to the first group, while 1200 mg antipyrine and 100 mg phenobarbital was given to the second. A period of 14 days was used as an induction period.
Statistical analysis
The mean and standard deviation of the measurements made in each group of volunteers were calculated. The variances of the means were found to be homogeneously distributed, as tested by the F-Test. Therefore all values were compared by a t-test for paired observations. In addition, the values obtained by HPLC or RIA were compared by means of linear regression using the method of least squares (18) .
Results
The results are seen in table 1 and figure 1. As seen from table 1 baseline values in a range between 200 and 400 ì § 6j3-hydroxycortisol per 24 hours were found in both groups of volunteers. After the enzyme induction period, following two different drug regimens, increases up to 2000 ì §/24 hours occurred. In these experiments, the above values measured by RIA and HPLC showed no significant differences. A very good correlation was found between the two methods for all values of urinary 60-hydroxycortisol in healthy volunteers (figure 1), irrespective of drug status (before or after the induction period), or nature of the drug (rifampicin plus antipyrine, or phenobarbital plus antipyrine). Using the method of least squares, a correlation coefficient of 0.99 (p < 0.00001) was calculated. The slope of the regression line calculated was not significantly different from the line of identity between both methods. The calculated values for the intraassay variation were similar for both methods, 5.2% for the HPLC and 7.2% for the RIAmethod.
Tab. 1. Estimation of 60-hydroxycortisol in urine by HPLC and radioimmunoassay in healthy volunteers before and after induction of the liver microsomal enzyme system. The figures given in this 
Discussion
In contrast to other methods reported in the literature (15) both methods give reliable and consistent values showing no large variation in the baseline values between 72 ì § to 445 ìg. However, an extraction is still necessary in the HPLC-method. In the RIA the urine can be used without any previous treatment. The antiserum is very specific and showed no cross reactions with other metabolites of cortisol, formed by reduction of the A ring or reduction of the 20-ketone, which are present in high concentrations in the urine (17) . In addition, the RIA is easy to perform and is not time consuming, compared with the HPLC-method. Therefore, based on the present data, the RIA is easy to perform and reliable. It gives consistent results for urine and can be used for investigations of endocrinology and drug metabolism.
